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Abstract
Personalised cardiac models were built from the com-
puted tomography imaging data for two patients with im-
planted cardiac resynchronisation therapy devices. The
cardiac models comprised a biventricular model of my-
ocardial electrophysiology coupled with a model of the
torso to simulate the body surface potential map. The
models were verified against electrocardiogams (ECG)
recorded in the patients from 240 leads on the body sur-
face under left ventricular pacing. The simulated ECG
demonstrated a significant sensitivity to the myocardial
anisotropy and location of the pacing electrode tip in the
models. An apicobasal cellular heterogeneity was shown
to be less significant for the ECG pattern at the paced-
ventricle activation than that showed earlier by Keller and
co-authors (2012) for the normal activation sequence.
1. Introduction
In the earlier modelling study [1], Keller and co-authors
found that cellular electrophysiological heterogeneity and
anisotropy in the ventricular myocardium significantly in-
fluence the electrocardiogram (ECG) produced under nor-
mal cardiac activation. In the present study, we used per-
sonalised computational models to investigate how my-
ocardial anisotropy, heterogeneity and pacing lead location
may affect ECG in the case of ventricular pacing from a
point source.
This problem is significant for several reasons. An ab-
normal activation of ventricles from a point source may
occur in cases of electrical pacing or premature ventricu-
lar beats. Particularly, our simulations may be useful for
understanding the relationships between myocardial prop-
erties and the success of cardiac resynchronisation ther-
apy (CRT). Also, such simulations may be used to deter-
mine conditions when premature ventricular beats initiate
re-entry or ventricle fibrillation. In addition, the role of
cardiac anisotropy and heterogeneities in the inverse prob-
lem of electrocardiograpy is not fully understood.
2. Methods
2.1. Clinical data
In this pilot study, two patients (see Table 1 for details
on the Case 1 and Case 2 patients) with cardiomyopathy
and implanted CRT devices were examined. ECG data
were recorded under a left ventricular (LV) pacing mode
provided by a coronary sinus pacing electrode and used to
validate patient-specific models of cardiac electrical activ-
ity. The patients underwent computed tomography (CT)
and noninvasive body surface ECG mapping in 12 stan-
dards and 240 unipolar ECG leads (Amycard 01C, EP so-
lutions SA) [2]. 3D anatomical models of the torso and
the right and left ventricles of the heart with a precise po-
sition of the pacing electrode were derived from the CT
data using Amycard 01 C system software. The tetrahe-
dral finite element meshes of the ventricles and torso were
then generated by GMSH software to calculate the elec-
trical activity in the ventricular myocardium and simulate
ECG signals in the same torso points as recorded.
# Case 1 Case 2
Gender Female Male
Age 67 56
QRS Duration 208 230
Main Diagnosis
Arrhythmogenic
Cardiomyopathy
Hypertrophic
Cardiomyopathy
Table 1: Patient cases
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2.2. Electrophysiology
Figure 1: Personalised cardiac model for Case 1 patient.
From top to bottom, left to right: model of the torso and
the heart geometry; fiber orientations; transmural and api-
cobasal cellular heterogeneity; activation map (white point
shows an activation source); body surface potential map at
the time of QRS peak; a simulated II standard lead ECG
signal (green) against recorded ECG (black).
The patient-specific model comprised a biventricular
heart model and a homogeneous torso model (Fig. 1).
Electophysiology of the myocardium was calculated us-
ing a bidomain model with an ionic model of human ven-
tricular cardiomyocites [3] and strong heart-torso coupling
[4]. A fiber orientation field was mapped to the model us-
ing a rule-based approach [1] (Fig. 1). The conduction
anisotropy ratio along and across the fibers was 9:1. A
transmural cellular heterogeneity in the ventricles was sim-
ulated by two equal-width layers of the wall consisting of
the subepicardial- and subendocardial-type cellular mod-
els [3] (Fig. 1). An apicobasal cellular heterogeneity was
simulated using a linear gradient of the conductivity gKs
for the slow potassium current as described in [1] (Fig.
1). The membrane capacitance and the ratio of electro-
diffusion coefficients were taken from [3]. A surface-to-
volume ratio was fitted to the QRS amplitude and duration
for the standard lead II signal (Fig. 1). The myocardial
stimulation in the model was applied at the location of the
pacing electrode tip on the subepicardial surface of the LV
free wall derived from the patient CT (Fig. 1). Simulations
of cardiac electrophysiology were run with the Chaste soft-
ware [5].
We call the patient-specific models with a basic set of
parameters as ’reference models’, which output was com-
pared with tested models with certain parameters varied.
For both patient cases, the reference models produced a
gradient of action potential duration from 268 ms at the
base to 330 ms at the apex and a conduction velocity in the
myocardial tissue equal to 0.6ms along and 0.2
m
s trans-
verse the fibers, which are in the physiological range.
Figure 2: Distribution of the signal correlation metric.
2.3. Model validation
Three metrics were used to compare the simulated re-
sults with the clinical data:
SC(x, y) =
∑T
i=0 xtyt√∑T
i=0 xt
∑T
i=0 yt
ED(x, y) =
√√√√ T∑
t=0
(xt − yt)2
ZM∆t,µ(x, y) = min
∆t,µ
√√√√ T∑
t=0
(xt − zoom(yt+∆t, µ))2.
Here, xt is an experimental time-discrete ECG signal
recorded from a torso surface lead and yt is a simulated
ECG signal generated by the model at the same location.
The signal correlation (SC) metric is useful for checking
the co-orientation of the QRS complex and T-wave in the
signals [1]. However, this metric is not quite sensitive to
amplitude differences. To account for differences in the
signal shape and amplitude, we used the discrete Euclidean
distance (ED).
The reference models used generalised (based on ’pop-
ulation’) values for conductivity, membrane capacitance
and surface-to-volume ratio, but these myocardial proper-
ties are patient specific and vary between subjects. Here,
we proposed a Zoom Metric (ZM), which accounts for a
small time shift ∆t ∈ [+20,−20] ms and time-scaling
zoom(yt, µ) with factor µ ∈ [0.9, 1.1] of the simulated
signal to minimise the distance from the experimental sig-
nal. The ZM was implemented using the scipy module
in Python. The ZM is able to minimise small variations
in QRS and the T-wave width due to varying individual
conduction velocity in the real myocardium, but the ZM
is sensitive to other ECG parameters (e.g., amplitude and
orientation of ECG peaks, etc).
3. Results
First, the reference model for each patient was validated
against the clinical ECG signals recorded from 240 elec-
trodes on the body surface of the patient (Fig. 2). Here,
we used the SC metric as suggested in [1]. The distribu-
tion of the SC had a median close to 1 and a variance of
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Euclidean distance Zoom metric
Case 1 Case 2 Case 1 Case 2
Reference model (conventional anisotropy ratio 9:1,
apicobasal heterogeneity, subepicardial pacing lead location) 100% 100% 100% 100%
Isotrophy (conductivity ratio 1:1) 140% 150% 114% 116%
Moderate anisotropy (conductivity ratio 4:1) 90% 97% 88% 92%
High anisotropy (conductivity ratio 16:1) 107% 104% 105% 104%
No heterogeniety 108% 106% 101% 102%
Varied pacing lead location 99% – 118% – 98% – 118% –
Subendocardial pacing lead location 107% – 106% –
Table 2: Effect of model parameters on simulated ECG metrics.
Figure 3: The ECG signal correlation (SC) metric at the
torso surface electrodes mapped to Case 1 (top) and Case
2 (bottom). The colour schematic ranges from green for
the highly correlated signals to blue for the inversely corre-
lated signals red colour indicates disconnected electrodes.
about 0.4 for each patient (Fig. 2). The SCs for more
than 50% of the electrodes were inside the box-range from
0.65 to 0.9, and more than 80% of the simulated ECG
showed SC > 0.5, which indicates good qualitative sim-
ilarity between the simulated and the experimental ECG
(Fig. 3). Electrodes with SC metrics lying outside the
box-plot ’whiskers’ were mostly located on the left side of
the chest. Here, the simulated ECG with the negative SC
showed inverted QRS and T-wave polarity as compared to
the clinical data.
To evaluate the effect of myocardial anisotropy, we set
the fixed value of the conductivity along the myocardial
fibers and ran both patient-specific models with varying ra-
tios of conductivity coefficients along to across the fibers:
1:1 (isotropic tissue), 4:1 (moderate anisotropy), 9:1 (refer-
ence anisotropy ratio, which widely used to model normal
myocardial tissue, e.g., [6]) and 16:1 (high anisotropy).
The anisotropy variations resulted in the ratio of the con-
ductance velocity along to across the fibers: 1:1, 2:1, 3:1
and 4:1, respectively. The values of the ED metric and the
ZM metric in relation to the reference models are presented
in Table 2.
To evaluate the role of the cellular apicobasal hetero-
geneity, we excluded the heterogeneity and compared the
clinical ECG data with the simulated data (Table 2). Ex-
clusion of the heterogeneity from the model did not lead
to a change in T-wave polarity in either of the electrodes.
Moreover, the ZM metric did not indicate a significant dif-
ference between the simulations.
In the next series of experiments, we investigated the ef-
fect of the pacing lead location on the ECG in the Case
1 model (Table 2). The pacing site was randomly shifted
around the reference location in 0.5–3 cm. Models were
calculated with 18 different pacing sites. All the tested
pacing sites were projected to the tangent plane in the ref-
erence location. Subsequently, the ED metric was inter-
polated by RBF interpolation to build a map of the metric
depending on the pacing site displacement (Fig. 4). In
addition, we examined the effect of a displacement of the
reference pacing site from the subepicardial to the suben-
docardial surface of the left ventricle.
We found that the ED-metric map is a convex function.
The minimum was located at a distance less than 1 cm
from the reference point, which is comparable to the er-
ror in the visual identification of the point source location
derived from the CT. A similar map was built for the ZM,
which also showed a minimum located less than 1 cm from
the reference point.
4. Discussion
The distribution of the SC metric was similar to the re-
sults of Keller and co-workers [1], which simulated the
normal activation sequence of the ventricles. We assume
that the quality of our simulations is suitable for future
studies.
Myocardial anisotropy was shown to be an essential
model property for the generation of adequate ECG sig-
nals. In terms of the ED metric and the ZM, the great-
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est distance of the simulated ECG from the real signal
was shown in the isotropic myocardium model (conduc-
tivity ratio 1:1), which was not eliminated by signal time-
zooming. The simulated signals closest to the clinical data
were produced at the moderate anisotropy (conductivity ra-
tio 4:1). This ratio agrees with data obtained in human and
other mammals [7]. The sensitivity of the simulated ECG
to the parameters of myocardial anisotropy suggests that it
is possible to identify this model parameter on the basis of
the experimental ECG data.
A recent paper by Keller and co-workers [1] showed
that apicobasal cellular heterogeneity in ventricles is es-
sential for the morphology of the T-wave under a normal
myocardial activation sequence. By contrast, our simula-
tions showed no effect of cellular heterogeneity on the T-
wave polarity in the case of ventricular pacing from the left
ventricular site. This result indicates that activation pattern
is important for T-wave properties.
The last series of our experiments showed that the ECG
was significantly sensitive to the location of the pacing
electrode tip. The shift of the pacing site from the refer-
ence location led to an almost gradual increase in the dis-
tance between the simulated and experimental ECGs. The
effect was quantitatively more expressed than the effect of
cellular heterogeneity, while comparable with the effect of
the change in the anisotropy ratio. The models also showed
an appreciable change in the ECG metrics when the pac-
ing site was moved from the epicardial to the endocardial
ventricular surface. The results suggest that the myocar-
dial electrical activity has rather high sensitivity (reflected
in the ECG change) to the particular pacing lead location.
Figure 4: Euclidian distance (ED) map for simulated ECG
depending on the pacing site distance from the reference
location (marked by the red star). Black points show the
locations of tested pacing sites in the model. Red dia-
mond indicates position of the pacing site with minimum
ED metric.
5. Conclusion
In this study, based on clinical data, we built patient-
specific electrophysiological cardiac models paced from
the LV epicardial site.
We showed that myocardial anisotropy plays an essen-
tial role in the propagation of the excitation wave and the
genesis of the ECG. At the same time, apicobasal hetero-
geneity is less significant for the ECG pattern in the paced
heart than for the normal activation sequence.
We found a significant sensitivity of the model to the
pacing lead location, in particular to the displacement of
the pacing site from the epi- to the endocardial LV surface.
Our results support the use of personalised cardiac com-
putation models for the planning of CRT.
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